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uunng an mspecuon of your firm located in McMinnville, Tennessee, on January 25 29, 2001, our
b

mvesugator determined that yOUI' firm is the specmcauon aevexoper assembier and distributor of
devices used aurmg small bone Ol'UlOpCQlC pI'OCC(lLlI'CS Under the Federal I‘OOG urug, and COSIDCIIC Act
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une Act ), these pI'OOUC[S are considered to be medical devices because mey are used to axag e or ireat
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a medical condition or to affect the structure or function of the body.

packing, storage or insta c

(CGMP) requirements of the Quality System Reguiation, as specmea in
Kegmauons (CFR), Part 820. The 1978 G ‘ianufacmrmg Practices (U
regulations were superseded o uality System Kegulauon
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me mspccuon revealea aeVIauons Ir()m 21 CFR 820 including failure to conduct internal audits,

roducts, failure to calibrate testing equipment,

=

and acceptance criteria for mcommg an
d i ory Records, and inadequate Medical Device

incomplete Device Master Records and Device Hi
Reporting procedures.

The inspection also revealed that labels for some of the products failed to bear the address of your
facility as required by 21 CFR 801.1(d).

This -letter is not intended to be an all-inciusive list of deficiencies at your facility. It is your
responsibility to ensure adherence to each requirement of the Act and reguiations. The specific
violations noted in this Ietter and in the FDA 483 issued at the conciusion of the inspection may be
symptomatic of serious underiying probiems in your firm’s operation and quality assurance system. You

are I‘CSpOﬂSlDlC for mvestlgatmg and aetermmlng the causes of the violations identified Dy FDA. If the
causes are determined to be system promems you must prompuy initiate permanem correctiv ﬁ ns.
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Federal agencies are advised of the issuance of all warning letters about devices so that they may take
this information into account when considering the award of contracts. Additionally, no premarket
submission for devices to which GMP deficiencies are reasonably related will be cleared until the
violations have been corrected. Also, no requests for Certificates to Foreign Governments will be
approved until the violations related to the subject devices have been corrected.

You should take prompt action to correct these deviations. Failure to promptly correct:these deviations
may result in regulatory action being initiated by the Food and Drug Administration without further
notice. These actions include, but are not limited to, seizure, injunction and/or civil penalties.

Please notify this office in writing within fifteen (15) working days of receipt of this letter of the specific
steps you have taken to correct the noted violations, including an explanation of each step being taken to
identify and make corrections to any underlying system problems necessary to assure that similar
violations will not recur. If corrective action cannot be taken within fifteen (15) working days, state the
reason for the delay and the time within which the corrections will be completed.

Your reply should be addressed to the attention of Joseph E. Hayes, Compliance Officer, Food and Drug
Administration, 297 Plus Park Boulevard, Nashville, TN 37217.

Sinberely,

Osl £ // ,
Carl E. Draper
Director, New Orleans District

CED:JEH:man

Enclosures:
FDA 483
21 CFR 801.1 - 801.63
21 CFR 820

cc: Sylvia J. Southard
Chief Operations Officer
United American Medical Co. Inc.
8120 Beersheba Hwy.
McMinnville, TN 37110



